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Abstract
Energy-storing prosthetic feet are designed to store energy during mid-stance motion and to recover it during late-
stance motion. Gait analysis is the most commonly used method to characterize prosthetic foot behaviour during walk-
ing. In using this method, however, the foot is generally modelled as a rigid body. Therefore, it does not take into
account the ability of the foot to deform. However, the way this deformation occurs is a key parameter of various foot
properties under gait conditions. The purpose of this study is to combine finite element modelling and gait analysis in
order to calculate the strain, stress and energy stored in the foot along the stance phase for self-selected and fast walk-
ing speeds. A finite element model, validated using mechanical testing, is used with boundary conditions collected experi-
mentally from the gait analysis of a single transtibial amputee. The stress, strain and energy stored in the foot are
assessed throughout the stance phase for two walking speed conditions: a self-selected walking speed (SSWS), and a fast
walking speed (FWS). The first maximum in the strain energy occurs during heel loading and reaches 3 J for SSWS and
7 J for FWS at the end of the first double support phase. The second maximum appears at the end of the single support
phase, reaching 15 J for SSWS and 18 J for FWS. Finite element modelling combined with gait analysis allows the calcula-
tion of parameters that are not obtainable using gait analysis alone. This modelling can be used in the process of prosthe-
tic feet design to assess the behaviour of a prosthetic foot under specific gait conditions.
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Introduction
In transtibial amputee gait, it has been shown that more
energy is required while walking at lower speeds.1 Energy-
storing prosthetic feet have been designed to better repro-
duce the behaviour of the physiologic foot. For instance,
the use of composites creates a reduction in mass, an
increase in gait symmetry and an improvement in gait effi-
ciency. The evaluation of these feet requires the study of
both mechanical and functional behaviours. Mechanical
behaviour has been explored by Van Jaarsveld et al.2 and
Postema et al.3 They measured the stiffness and hysteresis
of several prosthetic feet at different ankle positions and
showed a wide range of mechanical properties.
The functional behaviour of prosthetic feet has com-
monly been evaluated through gait analysis. One of the
expected functions of a prosthetic foot is to restore the
mobility of the ankle and particularly its propulsive role
at the end of the stance. Most gait analysis studies have
considered the prosthetic foot as being a single rigid
body4 that is articulated with the prosthetic shank.
However, the mobility of the ankle has rarely been
obtained by using a mechanical link between the foot
and the tibia. Instead, it is accomplished by taking
advantage of the elastic properties of flexible materials.
Thus, gait analysis has not been adapted to allow it to
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represent the dynamic elastic response behaviour of feet
during the stance phase of motion.
Finite element modelling (FEM) allows the analysis
of the responses of a deformable structure under
known boundary conditions. FEM has been widely
used to assess the stress between the residual limb and
the socket5-7 Few studies, however, have focused on the
modelling of a prosthetic foot during the stance phase
of motion. Indeed, the creation of a FEM model
requires information on the geometry, material proper-
ties and boundary conditions of the structure. The
assessment of physiological boundary conditions,
although difficult to obtain, is critical for the reliability
of the modelling studies. Allard et al.8 built a FEM
model in order to calculate the strain and energy stored
in the foot during the push-off phase of movement.
Saunders et al.9 measured the forces and contact sur-
face between the foot and the floor at heel strike, at
middle stance and at push-off in the movement cycle of
a below-knee amputee. They modelled a solid ankle
cushion heel foot and calculated the stress applied to
the foot. Lee and Zhang10 built a model in order to
optimize the design of a monolimb under the boundary
conditions imposed by the ISO norm 10328 (Structural
testing of lower-limb prostheses). The results of these
studies are limited in their applicability since the real
boundary conditions during the gait were not taken
into account by Lee and Zhang,10 and models devised
by Allard et al.8 and Saunders et al.9 focused only on
specific kinetic events in the gait cycle.
Therefore, there is a need to collect real boundary
conditions in order to simulate the whole stance phase
of the gait. The aims of this study were to:
(a) build and validate a finite element model of a
prosthetic foot;
(b) collect experimental boundary conditions for self-
selected walking speed (SSWS) and fast walking
speed (FWS);
(c) calculate stress, strain and strain energy of the
prosthetic foot for the whole stance phase using
those boundary conditions.
Methods
Prosthetic foot description and finite element model
The considered prosthetic foot consisted of a J-shape
linked with a split sole (Figure 1). The mobility of the
tibia relative to the foot was obtained by the J-shape
deformation. Geometry and material properties were
provided by the manufacturer. The geometry of the
foot was created with Solidworks (Concord,
Massachusetts, USA). Fillets, drillings and screws were
not taken into account and also the foot shell was not
considered in this model. The Solidworks model was
imported into Ansys (Canonsburg, Pennsylvania,
USA) and meshed with brick-shaped elements (three-
dimensional (3D) 20-node structural solid). Links
between the different volumes were modelled with
surface-to-surface contact elements (3D four-node
surface-to-surface contact), thus avoiding penetration.
Sliding was not permitted. Material properties were lin-
ear and isotropic. The Young’s modulus and Poisson’s
ratio of the foot that was made of carbon and glass
fibre were 35,000MPa and 0.3, respectively. The model
included 9006 nodes and 4574 elements.
Mechanical testing and finite element
model validation
Currently, the structural test specifications of lower-limb
prostheses are specified in ISO10328. Mechanical tests
based on ISO norm 10328 were performed on the pros-
thetic foot using an Instron (Elancourt, France) testing
machine. The fixation system (Figure 1) allowed an
orientation of 20 of plantar flexion simulating push-off
and 15 in dorsal flexion extension simulating heel load-
ing. A constant loading rate of 250N/s was applied up
to 1300N of vertical compression with a loading plate
free to move in horizontal translation. The structural test
specifications of the ISO 10328 were reproduced with
the finite element model. The loading plate was assumed
to be rigid. Contact elements were considered at the
interface between the foot and the plate. The plate was
free to move in the horizontal plane. A vertical displace-
ment was applied progressively until the reaction forces
reached 1200N. Load–displacement curves obtained
with the mechanical test on the heel and on the forefoot
were compared with those obtained with the finite ele-
ment model. Linear stiffness was evaluated from both
experimental and finite element model curves.
Boundary conditions collected during gait analysis
In the present study, only the collection of boundary
conditions was provided by gait analysis. This gait
analysis was performed within a clinical follow up of a
42-year-old below-knee amputee (mass: 85 kg) using
the routine protocol described previously by Pillet et
al.11 The patient was amputated more than 10 years
ago and has been wearing the foot for more than
2 years. The residual limb was about one-third the
length of the intact limb. The patient gave his informed
consent for use of the boundary conditions collected
Figure 1. The modelled DynaJ (Proteor, France) prosthetic foot
and its mechanical testing (a) forefoot loading and (b) heel loading.
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during the gait exam. The use of these data was made
in accordance with both participating institutions and
in accordance with the Declaration of Helsinki which
defines ethical principles for medical research involving
human subjects.
The amputation was the result of trauma. The sub-
ject wore his own prosthesis during the experiment.
Measurements were performed at the patient’s SSWS
(mean: 0.99m/s - std: 0.04m/s) and at the patient’s
FWS (mean: 1.59m/s - std: 0.17m/s). The patient was
an athlete, which explained the relatively high speed he
could reach compared to published values of velocity
for transtibial gait. Ten trials were performed for each
speed. Optoelectronic measurements were performed
with a MX8 Vicon (Hauppauge, New York, USA)
system composed of eight cameras. Ground reaction
forces were acquired with two Amti (Watertown,
Massachusetts, USA) force plates at 60Hz. Gait trials
were collected on a 10m walkway.
Definition of the boundary conditions used
in the FEM
The model was built in a specific coordinate system
(model’s coordinate system (MCS)) defined as follows:
 y-axis: axis of the pylon;
 x-axis: antero-posterior axis;
 z-axis: cross-product of x-axis and y-axis.
A technical cluster of four markers was attached to
the socket. The cluster’s coordinate system (CCS) was
defined using the 3D coordinates of the markers. A sta-
tic acquisition was performed and two photographs
were taken from the front and lateral sides simultane-
ously. Four markers were added on the ground. The
positions of the markers in the photographs were regis-
tered by simultaneous collection using the motion
capture system. These spatial coordinates were subse-
quently used for calibration of the image using a direct
linear transformation (DLT) algorithm. The digital
model of the prosthetic foot was then projected onto
the calibrated photographs and manual rigid displace-
ment was applied to the model in order that the model’s
geometry corresponded to the photograph’s contour
(Figure 2). This static process allowed calculation of
the transformation matrix between the CCS and the
MCS (MCCS-.MCS – time-invariant).
During gait acquisitions, the transformation matrix
between the Vicon’s coordinate system (VCS) and the
MCS (MVCS-.MCS) was calculated via the CCS
attached to the socket. The time-invariant CCS was
directly computed from the 3D positions of the mar-
kers for each acquisition (Figure 3).
Ground reaction forces were measured in VCS and
then expressed in the MCS using the matrix MVCS-
.MCS for each trial using Matlab software (Natick,
Massachusetts, USA). The vertical and anteroposterior
components of the force and points of application were
averaged and normalized by body mass according to
the stance phase. These forces could then be considered
as external forces for the finite element model.
Simulation of the stance phase
The socket–foot link was fixed, and then the ground
reaction forces calculated in the MCS were applied in
the finite element model. The mediolateral component
of the forces was neglected. Large displacements were
considered. For each step, forces were applied to the
deformed shape (calculated at the prior step) using the
nearest node of the centre of pressure measured experi-
mentally. Strain, stress and deformed shape were calcu-
lated in the MCS and expressed in VCS. Simulation
allowed the computation of the total strain energy in
the model. This energy was normalized by the percent-
age of the stance phase for SSWS and FWS.
Results
The obtained load–displacement curves showed a linear
part in the range of displacement from 0 to 45mm for
the forefoot loading case and from 0 to 10mm for
the heel loading case (Figure 4). After this linear part, a
non-linearity appeared which was caused by the modifi-
cation of the contact between the foot and the loading
plate. The linear stiffness values calculated for both
experimental and finite element model curves are listed
in Table 1.
The model matched the results obtained in the mechan-
ical test for the forefoot loading case, but it was less appli-
cable to the heel loading case. Stiffness modification due
to the contact was more sensitive in the heel loading case.
The trajectories of the centre of pressure in the MCS were
similar for both speeds, except for heel contact.
Figure 2. Registration of the digital model of the prosthetic
foot on the calibrated photographs.
The amplitude of the vertical component presented
two peaks for both the SSWS and the FWS. The first
peak reached a value of 850N for SSWS and 1000N
for FWS at heel contact. During mid-stance, the verti-
cal effort decreased to 750N for SSWS and 500N for
FWS. The amplitude at push-off reached 800N for
both speeds.
The total strain energy in the foot is shown as a
function of thee stance phase in Figure 5. Two maxima
can be observed. The first maximum occurs during heel
loading and reaches 3 J for SSWS and 7 J for FWS at
the end of the first double support phase. Strain
appears principally in the heel and in the J-shape.
Between the two maxima, the strain energy decreases
and approaches zero as the J-shape returns to its
original shape at 30% of the stance phase for SSWS
and 40% of the stance phase for FWS. During the rest
of the single support phase, the deformation of the
J-shape allows the amputee to keep the foot flat on the
floor and to flex the socket over the floor. The second
maximum appears at the end of the single support
phase reaching 15 J for SSWS and 18 J for FWS,
respectively. This energy decreases to zero during the
second double support.
Figure 3. Definition of the MCS and transformation of the boundary conditions used in the FEM.
Figure 4. Validation of the finite element model: load–displace-
ment curves are presented for the experimental test (black line)
and FEM (grey line) for heel loading (on the left) and for forefoot
loading (on the right) based on the ISO norm boundary
condition.
Figure 5. Strain energy stored in the foot during the stance phase.
Table 1. Comparison of linear stiffness.
Stiffness Heel test Forefoot test
Experimental (N/mm) 58.9 21.5
Finite element model (N/mm) 61.7 22.7
Error prediction on stiffness (%) 4.8 5.6
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Discussion
The present work proposes an original method to assess
the physiological boundary conditions of gait and to
apply them to a finite element model of a prosthetic
foot. The use of the model allows the calculation of
stress, strain and strain energy of the prosthetic foot for
the whole stance phase using the boundary conditions
at two walking speed conditions for a single patient.
The model was first validated by comparing its
behaviour to that of the real prosthetic foot under the
conditions defined by the norm on structural testing of
lower-limb prostheses. For heel and forefoot loading,
the finite element model was validated from 0 to 850N
with an error less than 6% of the vertical stiffness.
During mechanical testing, the energy lost between the
loading and the unloading was lower than 10% thus
validating the assessment of the linear elastic behaviour
of the material and the simplifications adopted for the
foot’s geometry (drillings and fillets).
Mechanical tests allowed the assessment of the stiff-
ness and the stored energy in the foot under specific
boundary conditions. Van Jaarsveld et al.2 proposed a
specific set up that allowed the foot to be loaded in 66
positions between heel strike and toe-off. Such experi-
ments are time-consuming, whereas an accurate finite
element model is an effective tool to optimize foot
design after experimental validation.
Data fusion between the optoelectronic measure-
ment, ground reaction forces and finite element model
was obtained by an original method consisting of the
use of two photographs. This method allowed the deter-
mination of the nodes on which the boundary condi-
tions are applied. The boundary conditions applied to
the model, principally during heel loading, depended on
walking speed. The trajectory of the centre of the pres-
sure in the foot’s coordinate system was not affected by
the walking speed.
The conventional calculation of energy storage in
prosthetic feet by inverse dynamics analysis assumes
motion between two rigid bodies and necessitates the
location of the centre of rotation between the pylon
and the foot.12 Results using such methods depend on
the model definition and Geil et al.13 reported that con-
ventional inverse dynamics methods may have limita-
tions in the analysis of certain prosthetic feet. The
definition of two rigid bodies and a centre of rotation
are difficult for energy-storing feet, especially in the
case considered in this paper where the whole keel
deforms during stance and would induce errors in the
moment computation.
The method proposed in the present paper has some
limitations. It necessitates a supplementary static acqui-
sition of the prosthesis in order to realize registration of
the digital model in the cluster frame. The data fusion
phase, although relatively fast (the manual part of the
work takes about 5min), necessitates a trained operator
and cannot be done in current clinical routines. Finally,
foot cover and shoe effect were not taken into account,
by the hypothesis that their influence can be neglected,
as they do not store energy during gait. The effect of
the alignment was not investigated in the present study
although it has been shown to be an essential parameter
of transtibial gait.14 Data provided by the model, how-
ever, are obviously complementary to data obtained
from the classical use of inverse dynamic calculations
from gait analysis used to understand the behaviour of
the foot during stance.
In regards to strain energy, Allard et al.8 calculated
the strain energy stored in push-off under 700N of ver-
tical force applied to the extremity of the forefoot using
FEM (17.4 J). The energy measured in the present
study ranges from 3 to 7 J during heel loading and from
15 to 20 J at push-off. This energy is comparable in size
to that found by Allard et al.8 for the push-off phase.
The strain energy stored at heel loading was recovered
during the first part of the single support. The energy
stored during the second part of the single support,
when the socket flexed over the ground, was recovered
during the second double support. The whole stance
phase can thus be considered to be essential since it is
apparent that the energy returned during the push-off
was stored only during the second part of the single
support phase and not during heel loading.
The results depend on both the design of the foot
and the boundary conditions applied by the user. The
results in this study were limited to one amputee with
one foot. Besides, the patient who participated was an
athlete and was able to walk at relatively high speeds.
However, the aim of this study was to propose a meth-
odology to fuse gait analysis data with FEM and not to
give reference data of transtibial gait. Moreover, in this
study, attention was focused on the strain energy stored
in the foot during the stance phase, but this analysis did
not reveal if this energy benefits the user and how he or
she interacts with the prosthetic foot. Nevertheless,
quantifying the deformation of the foot is useful to
optimize foot design in order to mimic the physiological
foot. Indeed, the energy stored during deformation
aims to compensate for the loss of muscles due to the
amputation.
Conclusions
FEM combined with gait analysis allows for the calcu-
lation of parameters that are not obtainable through
kinematic analysis. This modelling is particularly useful
to calculate deformation energy of the foot throughout
the entire stance phase. Therefore, the behaviour of a
prosthetic foot can be assessed during the process of
prosthetic feet design.
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